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21—85.43(215) Testing high-moisture grain. When testing high-moisture grain, the operator of a
moisture-measuring device shall use the following procedure: Test each sample six times, adding the
six measurements thus obtained and dividing the total by six to obtain an average, which shall be
deemed to be the moisture content of such sample.

This rule is intended to implement Iowa Code section 215A.7.
[ARC 7129C, IAB 12/13/23, effective 1/17/24]
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